ASSEMBLY INSTRUCTION  gret, dapt

Name: FS-VarioFloat
Model Number: #17.1065
Instruction ID: #00.561 E
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ASSEMBLY INSTRUCTION  gret, dapt

Name: FS-VarioFloat
Model Number: #17.1065
Instruction ID: #00.561_E
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/ consider picture C2 1P ATTENTION 1]
Please make sure the black

arrow is pointing in leg direction.
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Leg Direction
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I ACHTUNG !
Bitte stellen sie sicher das der
schwarze Pfeil in Beinrichtung zeigt.
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ASSEMBLY INSTRUCTION  gret, dapt

Name: FS-VarioFloat
Model Number: #17.1065
Instruction ID: #00.561_E
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ASSEMBLY INSTRUCTION  gret, dapt

Name: FS-VarioFloat
Model Number: #17.1065
Instruction ID: #00.561 E
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ACHTUNG!

Zur Einstellung des
OneHand Arms
bitte beigefugte

Anleitung beachten!

T2

ATTENTION!

For the adjustment of the
OneHand Arm
please see the attached
Instruction sheet!
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How do I counterbalance my arm? gReH. dapt

Name: FS-Float Arm
Model Number: #17.9610
Instruction ID: #00.563 B
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IMPORTANT!

- Monitor must be on arm
- Arm must be in mount

clockwise.

7/32” Allen Wrench '

Depending o
monitor, you
15-20 turns.

instant height
to work prope

If your arm is
position after
follow these

With arm in
tighten set sc

% Do not over

el »
3/32” Allen Wrench
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